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/ Connections

ENTER TESTFUNCTION

1550C/1555
Insulation Tester

 W Warning

● Read the 1550C/1555 Users Manual before using
the Tester.

www.GlobalTestSupply.comFind Quality Products Online at: sales@GlobalTestSupply.com



ENTER

ENTER TESTFUNCTION

FUNCTION

+ 50 V / 100 V

- 50 V / 100 V

Test Voltage
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TEST VOLTAGE

1.1/4 RAMP OFF

2/4 TIME LIMIT OFF

3/4 SHOW RESULTS

4/4 DELETE RESULT
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FUNCTION

ENTER

ENTER TEST

Results

RESULT

NO RESULTS

TIMER   XX XX  XXX

TV=XXXXV

RAMP OFF

V=XXXXV

C=00.00uF

PI=XXXXX

DAR=XXXX

I< 1.00mA

USER STOP

T. LIMIT

DELTE? UP=YES

99 LOCATION FREE

(01, 02, 03 .. 99)
or

(01, 02, pump, .. 99)

Abort

TEST VOLTAGE

RAMP TEST

TIME LIMIT

RESULTS

REALLY DEL? DOWN=YES
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FUNCTION

1.1/4 RAMP OFF

ENTER TEST

Ramp Test

1.1/4 RAMP OFF

1.1/4 RAMP OFF

1.2/4 RAMP ON

1.3/4 DAR T=01-00

1.4/4 DAR/pIT=110-00

1.5/4 DAR[ CN 
]=101-00
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